Targeted temperature management (TTM) is recommended as a standard of care for postcardiac arrest patients. Current TTM methods have significant limitations to be used in an ambulatory setting. We investigated the efficacy and safety of a novel noninvasive transnasal evaporative cooling device (CoolStatÔ). Eleven Yorkshire pigs underwent hypothermia therapy using the CoolStat device. CoolStat induces evaporative cooling by blowing dehumidified ambient air over the nasal turbinates in a unidirectional fashion. CoolStat's efficacy and safety were assessed by applying different cooling strategies (groups A, B and C). In group A (efficacy study; n = 5, TTM for 8 hours), time to achieve brain target temperature (2°C reduction from baseline), and the percentage of time in which the temperature ranged within -0.5°C after reaching the target temperature were investigated. In the safety assessment (groups B and C), two worst-case therapy situations were reproduced: in group B (n = 3), continuous maximum air flow (65 L/min) was applied without temperature control and, in group C (n = 3), subjects underwent 24-hour TTM (prolonged therapy). Hemodynamic and respiratory parameters, nasal mucosa integrity (endoscopic assessment), and other therapy-related adverse effects were evaluated. Efficacy study: CoolStat cooling therapy successfully induced and sustained managed hypothermia in all subjects. Brain target temperature was achieved in 0.5 -0.6 hours and kept within a -0.5°C range for the therapy duration (99.9% -0.1%). All animals completed the safety studies. Maximum air flow (group B) and 24-hour (group C) therapies were well tolerated and no significant damage was observed on nasal mucosa for neither of the groups. CoolStat was able to efficiently induce and maintain hypothermia using unidirectional high flow of dry air into the nostrils of porcine models. CoolStat therapy was well tolerated and no damage to nasal mucosa was observed under either maximum air flow or prolonged therapy.
Introduction
C ardiac arrest is a significant cause of mortality and morbidity in the developed world. Some degree of neurological disability is inevitable in the majority of cardiac arrest patients who survive to hospital discharge (Neumar et al., 2008) . Poor cerebral perfusion triggers a deleterious chemical cascade that aggravates ischemic cerebral injury even after circulation has been restored (Lyon et al., 2010) . Prior reports suggest that fever is an independent predictor of adverse outcome in patients with critical cerebral injury (Azzimondi et al., 1995; Hajat et al., 2000) .
The beneficial effects of early and well-conducted targeted temperature management (TTM) have been fairly demonstrated in preclinical models (Kuboyama et al., 1993; Widmann et al., 1993; Colbourne and Corbett, 1994; Guan et al., 2007) . TTM has been proven to positively impact postcardiac arrest neurological outcomes (Bernard et al., 2002; Holzer, 2002; Silfvast et al., 2003) , and to benefit other patients with acute cerebral injury (Polderman, 2008) . Furthermore, TTM also seems to improve neurological prognosis in neurocritical patients presenting fever (Diringer, 2004) .
Several clinical temperature modulation methods are available for TTM, with distinct characteristics, advantages, and drawbacks (Seder and Van der Kloot, 2009) . Cold fluid infusion is an extensively studied hypothermia induction strategy, however, lacks accurate temperature control and has not yet been validated for temperature maintenance (Kim et al., 2005; Polderman et al., 2005; Kliegel et al., 2007) . Surface cooling methods are reasonably effective, but require special skin care, sedation, and are more prone to induce shivering (heat generation) (Mayer et al., 2004; Haugk et al., 2007; Hoedemaekers et al., 2007) . Intravascular cooling techniques allow for accurate target temperature control, however, its use is limited to high complexity care units (Diringer, 2004) and is associated with risk of catheter-related infection and vascular complications (Polderman and Callaghan, 2006; Patel et al., 2013) . Recently, transnasal perfluorocarbon (PFC) spray for evaporative cooling has shown promising results in clinical studies as a suitable out-ofhospital method for early TTM, whereas some safety concerns still taper its clinical acceptance (Abou-Chebl et al., 2011) .
In this study, we report our experience with a novel transnasal cooling device called CoolStatÔ (CoolTech, MD). CoolStat is a noninvasive device capable of delivering high flow of dehumidified air into the nasal mucosa. Preclinical data have demonstrated selective brain and core temperature reduction by evaporative cooling using transnasal unidirectional high flow of dry air into the nostrils of porcine models (Chava et al., 2017) . Herein, we investigated the cooling efficacy of CoolStat device in induction and maintenance of hypothermia (primary objective). Additionally, we evaluated the safety of the device in two worst-case simulations (secondary objective).
Methods

Study design
Eleven female Yorkshire pigs (30-40 kg) were subject to hypothermia induction and maintenance using the CoolStat device. As shown in Figure 1 , five animals (group A) underwent an 8-hour efficacy study to assess the cooling efficacy of CoolStat's closed-loop control system in TTM (described in the following sessions). The remaining six animals were included in the safety study and divided into two groups according to the cooling strategy adopted (groups B and C). Three out of six animals (group B) underwent maximum air flow exposure for 8 hours to simulate worst-case air flow and the remaining three animals (group C) were tested for 24-hour exposure to a closed-loop control system to maintain a target core temperature of 34°C.
The study protocol was approved by Johns Hopkins University Animal Care and Use Committee and included only terminal experiments.
Animal preparation
All animals were placed in supine position under general anesthesia, intubated, and kept sedated with isoflurane (1%) and 100% O 2 support. Vascular access was obtained in femoral position (arterial and venous lines). Systemic blood pressure (given by mean arterial pressure [MAP] ), heart rate (HR), ECG, respiratory rate, SPO 2 , and end-tidal CO 2 (ETCO 2 ) were continuously monitored and recorded (ADInstruments, NSW, Australia). Venous temperature was monitored and recorded in all animals. Temperature probe signals were measured using NeoptixÔ Reflex 4-channel signal conditioner and recorded using Neoptix OptiLinkÔ (Neoptix, QC, Canada). Esophageal, intracranial (brain), and tympanic temperatures were also monitored depending on the cooling strategy (as described below and detailed in Fig. 2 ).
Transnasal cooling therapy
A nasal custom mask was placed on the animal's nose and secured in place using straps attached to subject's arms. The mask uses a standard nasal pillow designed to create an air seal at the outer surface of the nostrils and is connected to CoolStat through a customized plastic tubing set. Air flow (15-65 L/min) was automatically adjusted using a closedloop control system as a target temperature was set (groups A and C); in group B, maximum air flow (*65 L/min) was delivered without temperature control. To prevent severe hypothermia (no temperature control-group B), animals were covered by heating blankets. A mouth spreader was placed to keep the mouth open to allow for air outflow through the mouth.
CoolStat device
The CoolStat is an investigational device used to extract energy and induce temperature loss by transnasal evaporative cooling (Fig. 3A) . The key components inside the device include a primary air blower, a replaceable desiccant cartridge, and in-line filters to dry and clean the air source, as well as flow, pressure, humidity, and temperature sensors, which are integrated into a closed-loop control system. A single-use custom nasal tubing set connects the device to the subject's nose (Fig. 3B ). The blower inside the CoolStat is used to pump the inlet air across the desiccant cartridge to extract any moisture from the incoming air stream (dehumidification) (Fig. 3C ). The CoolStat induces evaporative cooling by blowing dehumidified ambient air into the nose and over the nasal turbinates in a unidirectional fashion before flowing freely out of the mouth. The primary purpose of the turbinates is to warm and humidify inspired air before it reaches the sensitive tissue of the lungs. The heat transfer FIG. 1. Study design. Color images available online at www.liebertpub.com/ther involved in liquid to gas phase change of nasal mucous results in heat loss, which in turn is proportional to the air flow rate setting and therapy duration (Chava et al., 2017) .
To avoid desiccation of nasal mucosa while applying high flow of dry air, CoolStat mists a small amount of saline solution into the nose during operation. About four to five drops of saline are misted into the nose, about once every 10 to 15 seconds at air flow rates of about 60 L/min. The saline mist is proportional to the air flow rate (less saline is used at lower air flow rates), wherein a peristaltic pump controls saline solution delivery into the nose through custom misting nozzles embedded in the nasal mask (Fig. 3D) .
The CoolStat device can be operated in either an openloop or a closed-loop cooling mode. In the open-loop mode, the magnitude of the air flow of the device is set by the operator over a range of five flow settings (from low to high), limited by the maximum pressure supply of the device to ensure safety (30 cmH 2 O). In the closed-loop control mode, the device has a feedback control that uses the patient's temperature readout to control the temperature. The device continuously monitors both pressure and temperature that is supplied to the subject in real time and will reduce or turn air flow off to ensure that neither limit is exceeded.
Efficacy assessment (primary objective): group A
The primary objective of this study is to assess the efficacy of CoolStat transnasal cooling therapy in induction and maintenance of hypothermia using a closed-loop target temperature control.
Following animal preparation, a fiberoptic temperature probe (Neoptix) was advanced into the brain parenchyma under fluoroscopic guidance through a standard parietal burr hole to monitor and record brain temperature (parietal cortex). Target temperature was set as a 2°C drop in baseline temperature (minimum temperature limited at 33°C). Data collection (MAP, HR, ECG, SPO 2 and brain, tympanic, and intravascular temperatures) was initiated 30 minutes before cooling therapy onset. The CoolStat was initiated and held running in closed-loop control mode for 8 hours. Saline bags and desiccant cartridge were replaced if necessary. After therapy termination, the animal was monitored for an additional 30 minutes and data were collected. CoolStat's efficacy was assessed by observing the time of therapy to achieve the target temperature and the percentage of time in which the temperature ranged within -0.5°C after reaching the target temperature. Hemodynamic and respiratory test parameters were also evaluated.
Safety assessment (secondary objective): group B and C As a secondary objective of the study, we assessed the safety of CoolStat cooling therapy under two worst-case simulations, wherein hemodynamic tolerance during cooling therapy and therapy-related adverse events were evaluated.
Instead of using brain and tympanic temperature sensors as described in a prior section (group A), in groups B and C an esophageal temperature probe (Zoll, MA) was properly placed and connected to CoolStat.
Animals were grouped according to the cooling therapy strategy adopted. In group B (three animals), an 8-hour study was performed with continuous maximum air inflow rate (*65 L/min), driven by an open-loop cooling mode set (no temperature control). In group C (three animals), a 24-hour study was performed with variable flow rate, adjusted by a closed-loop temperature control mode (34°C). After the protocol, an endoscopic inspection of the nasal mucosa was performed by a board-certified otolaryngologist in all animals to evaluate damage to the nasal mucosa and collateral tissue structures, based on the Western Consortium for Cancer Nursing Research (WCCNR). Mucosal lesions greater than Grade 2 (WCCNR) would be forwarded to histological analysis.
Statistical methods
Continuous variables are expressed as either mean -standard deviation. SPSS Version 24 (IBM, IL) was used for statistical analysis.
Results
Efficacy study: group A All animals completed the protocol. The closed-loop control system successfully induced and sustained managed hypothermia. Table 1 , target brain temperature was achieved in all subjects (0.5 -0.6 hours). After the target temperature was reached, CoolStat's closed-loop control system was able to maintain the temperature within a range of -0.5°C (99.9% -0.1%) in all subjects. Temperature-based autoregulated air flow (26 -9.5 L/min) allowed for reliable control of brain temperature during cooling therapy. A 1.0°C -0.2°C increase in brain temperature was observed 30 minutes after cooling therapy was terminated. In Figure 4 , the interaction among brain, tympanic, and vascular temperatures is illustrated for one of the subjects, with temperature fluctuations triggering air flow rate adjustments to achieve adequate cooling.
Despite small reduction in MAP along the study, no significant hemodynamic distress associated to transnasal cooling therapy was observed, and hemodynamic and respiratory parameters behaved as expected for prolonged use of general anesthesia (Fig. 5 ).
Safety study: groups B and C All six animals in groups B and C (three in each group) completed the planned duration of CoolStat treatment (8 and 24 hours, respectively). Hypothermia was successfully induced in all subjects and generally well tolerated regardless the strategy employed. In concordance with the CoolStat's closed-loop temperature control was able to successfully induce and maintain targeted temperature management with minimal variation, regardless of the duration of therapy (groups A and C). Target temperature was achieved faster in the brain when compared with esophagus (core). A mean 1.0°C rise in brain temperature was observed 30 minutes after therapy offset. No significant mucosal damage was found in safety assessment (groups B and C). Values are given by mean -standard deviation.
a Fixed flow rate. NA, not applicable; WCCNR, Western Consortium for Cancer Nursing Research.
FIG. 4.
Temperature and air flow rate during transnasal cooling therapy using closed-loop temperature control mode (group A, subject 5A). A high baseline temperature required a higher air flow rate during the first hour of therapy. During the fourth, fifth, and seventh hour of the study, a rise in brain temperature resulted in an upshift in flow rate scattering (higher density of yellow points along the upper flow rates). Once temperature control was properly reachieved, the flow rate distribution returned to previous pattern. We can also observe the close relationship between the tympanic and brain temperature readings and how the vascular temperature reflects their changes. Color images available online at www.liebertpub.com/ther
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observations in group A, hemodynamic test parameters for all six subjects remained as expected during the study, considering the prolonged use of general anesthesia (up to 24 hours). Shown in Figure 6 are the results from all safety studies (see also Table 1 for further details). In group B, high air flow rate (*65 L/min) was successfully delivered to all subjects (open-loop temperature control mode), leading to a minimum core temperature of 30.2°C -0.2°C, despite the use of electric heating blankets to prevent severe hypothermia. In group C, target core temperature was achieved in all animals (1.5 -1.4 hours), with a mean airflow of 23.4 -5.3 L/min (closed-loop temperature control).
No significant damage to the nasal mucosa or collateral structures was observed under endoscopic exam in neither of the groups (Supplementary Fig. S1 ; Supplementary Data are available online at www.liebertpub.com/ther). No mucosal damage Grade 2 or higher on WCCNR scale was found and, therefore, no histological samples were collected.
Discussion
This study demonstrates the efficacy of CoolStat device in inducing and consistently maintaining controlled hypothermia by unidirectional transnasal high flow dry air using a closed-loop temperature control system. Furthermore, in extreme-condition simulations, CoolStat was able to safely deliver dry air either in high flow rate (*65 L/min) or during longer periods of time (24 hours) without any damage to the nasal mucosa.
TTM and its neuroprotective effects have been previously reported in preclinical and clinical studies, all collectively standing for reduction of neurological injury. Wellconducted randomized clinical trials have also shown the benefits of induced hypothermia in comatose survivors of cardiac arrest, supporting updated guideline recommendations of the American Heart Association for early TTM after cardiac arrest (Callaway et al., 2015) . Along with the clinical validation of systemic (whole-body) hypothermia in global ischemic settings, selective brain cooling seems to FIG. 5. Hemodynamic and respiratory performances during CoolStat cooling therapy in group A (efficacy study). Mean arterial pressure drop is shown along the cooling therapy (prolonged anesthesia) without impact in heart rate (HR) or SPO 2 . CoolStat produced an important reduction in brain temperature during the first hour of therapy and remained stable during the remainder of the study. Termination of the therapy allowed for quick brain rewarming after 30 minutes recovery. Green shading area indicates the duration of cooling therapy. Color images available online at www.liebertpub.com/ther FIG. 6. CoolStat safety study. Group B (left column) shows constant maximum air flow and continued core temperature decrease. Group C (right column) shows high air flow until achievement of target temperature (34.0°C), followed by intermittent air flow to maintain core temperature in the target range (34.0°C -0.5°C; indicated by green shading). In subjects 1C and 3C, a sharp drop in esophageal temperature reading was associated to transient esophageal temperature probe dislodgement (not device related). Color images available online at www.liebertpub.com/ther emerge as a safe alternative in focal brain injury and has shown promising results in stroke animal models (Park et al., 1998; Fingas et al., 2007; Auriat et al., 2012) . Local cooling allows for minor core temperature drop, which seems to reduce systemic adverse effects associated to whole-body hypothermia, such as shivering (Covaciu et al., 2008) . Nevertheless, further investigation is still warranted to support its clinical use.
Several methods are clinically available for TTM, including noninvasive and invasive strategies; however, overall results remain suboptimal. Cold fluid infusion has fallen out of favor due to the risk of volume overload and rearrest (Grave et al., 2016) . Intravascular cooling is more efficient than surface cooling, but associated with delay in hypothermia initiation, high cost, and access-related adverse events. As such, there is enthusiasm and a need for early hypothermia initiation device that is simple to use, effective, and can be used in an out of a hospital setting.
Transnasal evaporative cooling has emerged as a promising ambulatory TTM method. Intrinsic mechanisms of local blood flow redistribution and air flow rate variations into nasal mucosa can not only modulate brain temperature, but also contribute to blood and core temperature regulation. High-flow oxygen through the upper airways of intubated rats resulted in a flow-dependent decrease in brain temperature (Einer-Jensen and Khorooshi, 2000) , which was later confirmed in porcine models using transnasal dry air (Chava et al., 2017) . This study showed that the rate of brain cooling was significantly higher at higher airflow rates, independent of the air temperature, and was eliminated by humidifying the air, consistent with principles of evaporative cooling. In clinical settings, a 0.2°C reduction in brain temperature by a 5-10 L/min unilateral nasal oxygen inflow was demonstrated in trauma patients with hemorrhage (Mellergård, 1992) . However, in a study enrolling 15 patients with the same characteristics, no change in brain parenchymal or subdural temperatures was induced by nasal humidified air inflow (cannula) (Andrews et al., 2005) . Those inconsistent results may be explained by the employment of humidified air at low flow rates.
Evaporation of nasal mucus (energy consuming process) by the dry air seems to drive the cooling effect and is enhanced at higher flow rates. More recently, transnasal evaporative cooling using PFC nasal spray along with high-flow oxygen, delivered through long nasal prongs that are inserted deep into the nostrils, has shown encouraging results as a noninvasive/minimally invasive method for TTM (RhinoChillÔ) (Busch et al., 2008; Castren et al., 2010) .
In our study, CoolStat promoted fast and reliable targeted brain and core hypothermia using ambient dehumidified air without any additional chemical components. The latent heat of vaporization of water is 25 times that of PFC, which allows for a more efficient, safe, and cost-effective cooling mechanism (Choi and Cho, 1999) . Ambient air is captured, dehumidified, and safely propelled at a high flow rate with a lower upper limit of pressure (30 cmH 2 O), harnessing a physiological process of air humidification to extract energy from the nasal passages and subsequent body heat loss by convective cooling. This process, in porcine models, appears to selectively cool the brain before cooling the body and, thus, also provides a unique model to study the effects of selective brain cooling compared with whole-body cooling using this noninvasive approach.
CoolStat's closed-loop control system was able to efficiently manage target temperature regardless of the duration of treatment. Nasal mucosa integrity, respiratory parameters, and hemodynamic status remained preserved in all subjects, even when employed in extreme settings as maximum air inflow or long duration therapy. Finally, along with the efficacy and safety profiles, CoolStat portability may allow for intra-arrest cooling, which is currently not feasible with the available cooling technologies.
Limitations
A single-site monitoring of brain temperature was employed in this study. Thereby, cooling distribution along the brain during CoolStat TTM was not addressed and requires further investigation. Additionally, a rewarming strategy was not included in this study. Although the rate of rewarming can also be regulated by gradually adjusting the airflow rate, this feature was not specifically addressed in this study.
Conclusion
In this study, a novel device (CoolStat) was able to efficiently induce and maintain hypothermia using unidirectional high flow of dry air into the nostrils of porcine models. In addition to that, extreme-condition simulations (worstcase scenario) were well tolerated, accounting for the safety of CoolStat TTM.
